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Abstract: We report on a single plane illumination microscope (SPIM)
incorporating adaptive optics in the imaging arm. We show how aberrations
can occur from the sample mounting tube and quantify the aberrations
both experimentally and computationally. A wavefront sensorless approach
was taken to imaging a green fluorescent protein (GFP) labelled transgenic
zebrafish. We show improvements in image quality whilst recording a 3D
“z–stack” and show how the aberrations come from varying depths in the
fish.
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OCIS codes: (110.1080) Active or adaptive optics; (110.1085) Adaptive imaging; (110.0180)
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1. Introduction
The use of adaptive optics (AO) in microscopy is a relatively new application of this technology
that aims to increase imaging quality by reducing aberrations caused by the microscope optics,
the mounting optics (usually a coverslip) and by the specimen itself [1–4]. AO has been used
with a range of modalities, including wide field [5], confocal [6, 7], multi-photon [8, 9], multi-
harmonic [10] and CARS (coherent anti-Stokes Raman scattering) microscopy [11]. In this
paper we describe the use of AO in a selective plane illumination microscope (SPIM), also
known as a light-sheet microscope [12,13]. From the perspective of AO, light sheet microscopy
is interesting because the illumination and imaging paths are decoupled and AO can potentially
be useful on both paths. In this paper we demonstrate a number of results. First we show AO
applied to SPIM and show significant improvement in imaging quality of a 3D z–stack of a
zebrafish embryo using a wavefront sensorless AO system on the imaging path. We show, both
experimentally and computationally, that AO on the imaging path can be used to correct for
beam displacement on both the illumination and imaging paths, as well as focus and higher
order aberrations on the imaging path. Finally we quantify the aberrations as a function of
depth in the sample.
SPIM is an attractive imaging modality due to its ability to deliver high-speed, optically
sectioned images from within in vivo samples with reduced photo-damage. The sectioning is
obtained by the use of a light sheet that selectively excites a slice of the sample at the focal
plane of a microscope objective placed perpendicular to the illumination sheet, thus enabling
an entire optical section to be recorded in a single camera exposure. The out of focus part of the
sample is not illuminated and one can build up a z-stack by only scanning in one (z) dimension.
Phototoxity and bleaching are reduced because the use of a light sheet means that parts of the
sample which are not being imaged at a particular instant are not illuminated.
Zebrafish are interesting biologically because they can be used as a model for human dis-
ease [15] and the development of organs such as the heart [16], as well as drug testing [17].
Our interest is in the imaging of the heart, which is further complicated by the fact that it is
moving. We previously demonstrated 3D reconstruction of a living, beating heart using SPIM,
using real-time optical gating to record images at a consistent phase in the heart cycle [18]. To
the best of our knowledge, there have been no published results on SPIM and AO, although al-
ternative techniques such as post-processing deconvolution [19] or structured illumination [20]
have been implemented to improve the contrast and resolution.
In section 2 we describe the experimental details and summarize the wavefront sensorless AO
system. In section 3 we describe how aberrations can occur in a SPIM and show results taken
with fluorescent beads in order to quantify and calibrate the system. In section 4 we describe
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the results of wavefront correction wavefront correction with zebrafish samples
2. Experimental details
The AO-corrected SPIM is shown in Fig. 1. A water filled chamber encloses the excitation
and emission objectives as well as the sample, which, for the first experiments, is held in a
borosilicate tube (inner diameter: 1 mm, outer diameter: 1.5 mm and refractive index: 1.47). The
excitation source is a 15 mW, 488 nm fiber coupled solid state laser which can deliver approx 8
mW to the sample, with a power density of approx 3 µWµm−2 for the duration of the camera
exposure in a layer. The beam is collimated and expanded (not shown here) before passing
through a cylindrical lens L1 ( f = 50 mm, Φ = 25.4 mm) with the light sheet being formed
in the image plane of a Nikon CFI Plan Fluor 10× 0.3NA objective (m1). The fluorescence is
subsequently collected through a Nikon CFI75 LWD 16× 0.80NA objective (m2). The resulting
fluorescent light is then directed onto an Imagine Optic Mirao 52-e deformable mirror (DM) (15
mm aperture, 52 magnetic actuators) with the help of a 4 f relay composed of two achromatic
doublets L2 ( f = 250 mm, Φ25.4 mm) and L3 ( f = 200 mm, Φ25.4 mm). An image is then
formed on the science camera (QImaging retiga 1300) using L4 ( f = 250 mm, Φ25.4 mm). F1
is a filter to select the fluorescent light. A 633 nm HeNe laser was used (via beamsplitter S1) to
measure and calibrate the DM shape so the mirror is taught to generate specific Zernike modes
via the use of interaction matrices. Once the mode calibration is complete, the HeNe laser was
switched off and the wavefront sensor is no longer used. The wavefront amplitude is indirectly
measured using wavefront sensorless AO, as described below. The calibration laser light covers
12.5 mm of the 15 mm useful diameter of the DM, which leads, at the microscope objective
imaging plane, to an effective 0.68 NA. The laser is separated from the fluorescence beam by
a dichroic D1, and sent onto a Shack-Hartmann wavefront sensor (WFS) ( f = 5 mm, 40 x 32
sub-aperture, pitch 150 µm,) via a 4 f relay composed of L5 ( f = 400 mm, Φ25.4 mm) and L6
( f = 75 mm, Φ25.4 mm). F2 is a 633 nm interference filter to select only the HeNe laser.
Fig. 1. Optical Configuration showing the SPIM and the AO. The illumination light is
shown in blue - to the left, and the imaging light is shown in green, to the right. The
symbols are explained in detail in the text.
Wavefront sensorless AO has been explained in detail in [21] and [22]. We used the “PN”
algorithm (P is the number of images taken per mode and N is the number of modes), which
consists of determining the proportion of each mode contributing to the aberration, by sequen-
tially generating each mode on the DM with P varying amplitudes. The subsequent image
quality, determined by an image quality metric, is recorded at the same time. From these data,
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the optimum amplitude is calculated for each mode. The use of a model, which describes the
variation of the metric value with the aberration amplitude, can speed up the determination of
the maximum as only a few points per mode are needed. We used a Lorentzian fit (which we
found gave the best fit for larger amplitudes) and limited our analysis to low order Zernike
modes (12 modes excluding piston, tip/tilt).
3. Sources of error in a SPIM and calibration
In [4], the wavefront distortion created by a refractive index mismatch at a planar interface be-
tween two media of different refractive indices was modeled analytically. This planar geometry,
with no azimuthal variations, leads to symmetric aberrations varying with depth and aperture,
and is well suited to conventional microscopy where the sample is placed between a slide and
a coverslip. The situation is different in SPIM, and is shown schematically in Fig. 2. Both the
illumination and imaging rays can be bent giving rise to displacement errors. In addition the
beams are also affected by astigmatism (not shown in the figure). We produced a ray–tracing
Zemax model of the system with the results shown in Fig. 3. The first contribution (dashed blue
line) comes from the distortion of the light sheet due to the cylinder curved surface resulting in
an axial shift along the emission path. As a consequence of this, when moving the sample (and
therefore tube) by z, the light sheet was consequently moved by z+∆z1, where ∆z1 is shown
in Fig. 2. This effect is maximized at the edge of the tube, where the light sheet beam travels
through highly inclined surfaces. The second effect (red dotted line) is a shift in the imaging
rays due to the refraction in the glass tube. The resulting defocus term is the combination of
both effects (green curve). They are combined by taking the difference - but then a constant
offset is removed to force the combination to be zero at zero depth (since in practice that is the
position where the system is manually focussed). We assumed a perfect aberration free objec-
tive lens (since we did not want to complicate the results with a separate issue). The results in
Fig. 3 show that the model and the experimental results are close implying that the objective
aberrations are small (as one would expect from a high quality objective).
Fig. 2. Tube geometry used to hold the zebrafish. The light–blue ring shows the cross sec-
tion of the pipette. The blue rays from the top show the illumination beam (only focussed
in the direction shown - it is a sheet in the orthogonal direction), and the green rays on the
right show the illumination rays. Normally the foci of each set of rays coincide but we have
drawn them separately here for clarity. Both the illumination beam and the imaging beam
foci can be significantly deviated, as shown (the undeviated rays are shown for comparison
in black) and both can give rise to focus errors. The deviations are given by ∆z1 and ∆z2
respectively, and are shown numerically in Fig. 3. Light in the imaging arm is also signif-
icantly affected by astigmatism (not shown). The z–axis is shown, which is the scanning
axis.
The parameters of the simulation are as follows: imaging arm NA is 0.68, tube thickness 0.25
mm, inner radius 0.50 mm, tube refractive index 1.47, and water index 1.33 at a wavelength of
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0.55 µm close to the emission wavelength of the GFP used in our transgenic sample. There also
was a small misalignment in our experiment between the focus of the imaging beam and the
center of the tube, and this is accounted for in the simulation. We compared these simulation
results with experiment by using a specimen with minimal aberrations (apart from the pipette)
formed using 2 µm fluorescent beads embedded in 0.5% agarose held in a borosilicate glass
pipette.
The sample was scanned in depth at 20 µm intervals, from the front to the back of the pipette
and the images were corrected using the wavefront sensorless algorithm and the resulted wave-
fronts were calculated. Typical “before” and “after” images are shown in Figs. 4(a) and 4(b).
The “before” image was recorded with the DM flat, confirmed using the Shack-Hartmann
wavefront sensor and HeNe combination. The one-dimensionally elongated spot reveals that
the main aberration is astigmatism, created by the cylindrical geometry. The variation in the
normalized metric value (Eq. (1)) during the full optimization process is shown in Fig. 4(c).
In principle we could have obtained the same data using the wavefront sensor. In practice
the wavefront sensorless approach was easier because otherwise, for the Shack Hartmann, we
would have had to isolate light from the beads from other light from the sample.
Fig. 3. Results of ray tracing in a mounting pipette showing how both the illumination beam
(blue dashed line) and the imaging beam (red dotted beam) are deviated by the pipette (see
Fig. 2) which gives rise to a focus error. The left hand ordinate shows the defocus measured
in RMS waves and the right hand ordinate shows the same defocus expressed in terms of
spot displacement, ∆z (shown separately as ∆z1 and ∆z2 in Fig. 2). The green solid line is
the combination (difference) of the two curves and is the net observed defocus - which has
an additional constant offset removed so that the green (solid) line goes through the origin
(since that is the point at which the microscope is manually focussed). Astigmatism was
also simulated (and is shown in Fig. 4).
Four areas have been delimited in Fig. 4(c) by vertical dashed lines, each corresponding to a
single optimization run performed on twelve Zernike modes (for j from 4 to 15, where j is
the mode number). For each mode, P images were taken, and for each image a specific mode
amplitude was produced as follows. In zone 1, P = 3 images per mode were recorded, with
Zernike amplitudes varying from -2.5 to 2.5 waves RMS in order to make a coarse estimate
of the aberrations. In zone 2 again P = 3 but with a reduced amplitude range (from -0.5 to 0.5
waves RMS) with the starting shape of the mirror being determined by the result calculated
from zone 1. Zone 3 is a re-run of zone 2 - but using the starting values from zone 2. Then a
final run was performed (zone 4) with P = 7 points per mode and the amplitude varying from
-0.25 to +0.25 wave RMS.
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Fig. 4. Results of calibrating the system with beads. (a) image of the bead imaged through
a borosilicate glass pipette when the DM is flat. (b) Image of the bead after optimization.
The white scale bar represents 20 µm. (c) Variation of the metric during the 4 optimiza-
tion runs (different zones are described in the text). (d) Measured and simulated focus and
astigmatism variation with depth (Zernike modes j= 4 and 6) at a wavelength of 550 nm.
In zone 1, 2 and 3 the RMS contrast of the image was used as the metric, given by,
metric=
√
1
Np∑Np (I(x,y)−⟨I⟩)
2 (1)
where I(x,y) is the intensity for pixel (x,y), Np is the number of pixels in the region of interest
(ROI), < I > represents the average intensity value over the ROI, and the sum is over all the
pixels in the ROI. We found that when a large level of aberration is present in the image this
metric provides excellent and reliable convergence. In zone 4 we used a metric maximizing the
high spatial frequency [23], given by,
metric=
∑
Np
|F [I(x,y)]|masked
∑
Np
|F [I(x,y)]|unmasked
. (2)
HereF [I(x,y)] describes the power spectral density (PSD) in the image (whereF denotes the
Fourier transform). The masked PSD is obtained by setting the values contained in a 5×5 pixel
square mask positioned at the center of the 2D PSD to zero. The equivalent cut-off frequency
is 9.3 µm−1. With a low level of aberration in the image, we found that this metric was more
appropriate. Figure 4(d) compares the simulated (green plots) and measured astigmatism (mode
j = 6) amplitude, in blue, and focus (mode j = 4) amplitude, in red, with depth. The error bars
were calculated during the final run (zone 4), and are defined by the Lorentzian fit error. They
correspond to the difference between the measured amplitude giving the highest metric and the
amplitude calculated with the fit. For both astigmatism and focus, there is a good fit between the
measurement and the simulation. As expected with the glass pipette the astigmatism is the main
aberration, reaching a maximum (1.6 waves RMS) at the centre of the cylinder. The simulation
of the defocus variation with depth takes into account the two effects as described earlier. We
have also produced an extended model showing the effects of the tube on the aberrations as
86'5HFHLYHG0DUUHYLVHG0D\DFFHSWHG0D\SXEOLVKHG0D\
(C) 2012 OSA 4 June 2012 / Vol. 20,  No. 12 / OPTICS EXPRESS  13257
we vary the tube parameters (thickness, refractive index, and N.A.). The complete results are
beyond the scope of this paper and will be presented elsewhere.
4. Results for a zebrafish in a glass pipette and plastic tube
Fig. 5. AO in SPIM with a zebrafish in a glass borosilicate pipette. (a,b,c) are images taken
for a flat mirror shape, a mirror shape optimized for the system aberrations, and for a mirror
shape optimized directly on the fish. The white square corresponds to the ROI on which the
optimization is performed and is 24 microns wide. (d) shows the metric normalized to the
uncorrected values during the z-stack, as a function of imaging depth, when the mirror is
flat (blue), and optimized (black). The green vertical lines correspond to where the mirror
has been optimized. The purple vertical line shows when the ROI has been moved. (e)
shows the Zernike mode amplitude at different depth. Mode 4 and mode 6 are focus and
astigmatism, respectively. Two s are provided which show “before” and “after” full–AO
examples. The first (Media 1) shows a z–scan through the dorsal fin and the second (Media
2) shows blood vessels in the fish.
An ex-vivo GFP transgenic Zebrafish was placed in water in the glass tube. A z-stack of
images of the pectoral fin was recorded at ten axial positions, uniformly spaced over a depth
of 82 µm. This part of the specimen has brightly labeled features with fine structure, and has
the advantage of being placed on the side of the fish, and so could be placed to minimize
illumination aberrations. For each of the ten depths an optimization was performed and the
mirror shape recorded after using the final Fourier metric optimization described in Eq. (2)
above. As the features change along the z–stack, the ROI was moved such that it remained
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Fig. 6. Results showing the improvements taken when using a refractive index matching
FEP mounting tube, again. The images show again part of the pectoral fin. (a,b) are images
taken for a flat mirror shape and for a mirror shape optimized directly on the fish respec-
tively. As discussed in the text - the improvements here are marginally (although clearer
in the original data than that shown here). The white square corresponds to the ROI on
which the optimization is performed and is 19 µm wide. (c) gives the metrics normalized
to the uncorrected metric (blue) for the case of system only correction (red) and full sam-
ple correction (black) . The green vertical lines correspond to where the mirror has been
optimized. The purple vertical line shows when the ROI has been moved. (e) represents the
Zernike mode amplitude at different depths.
centered on a portion of the image that contained fine structure. A second z–stack with finer
axial resolution was then recorded over the same depth range using 100 axial positions giving
Nyquist sampling in the axial direction. The mirror shape was changed based upon the results
of the previous low sampling stack - using the closest optimized image. For each of the 100
points along the stack, in addition to the optimized image (Fig. 5(c)), two additional images
were recorded using a flat mirror shape (Fig. 5(a)), and with system–only aberration correction
(Fig. 5(b)) (where “system” refers to the optics and the mounting pipette), corresponding to
a mirror shape optimized using beads when positioned at a depth of 200 µm from the first
surface of the cylinder. Figure 5(d) shows the corresponding three metric values, normalized to
the incorrect case. On average over the stack, the metric improves by 380% from the AO off
image (blue) to the AO on image (black). Figure 5(e) gives the amplitude of the first 12 Zernike
modes (Piston, Tip and Tilt excluded) generated on the mirror during the z–stack. Clearly the
aberrations do change as a function of depth - but they are also clearly dominated by system
aberrations. The exposure time was between 13 ms and 27 ms per frame depending on the
brightness of the feature and to perform an optimisation of 12 modes, with 3 images per modes
took about 15 seconds. Our system was not, however, optimized for speed, and this will be
improved when we move to imaging live-fish.
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FEP (fluorinated ethylene propylene) polymer tubing that is refractive index–matched to the
water can be used [24] to minimize aberrations. However, refractive index inhomogeneities in
the tube and, in the case of deep imaging, sample induced aberrations still contribute to the
image quality and contrast degradation. As with the glass pipette, a calibration was made by
optimizing using a bead positioned at the centre of the tube (Adtech Polymer Engineering FI
1.3x1.6).
Once complete the zebrafish was placed in the polymer tube filled with water and the same
procedure followed as with the glass tube. First a calibration stack over 80 µm composed of
ten optimized sections was performed and the mirror shape recorded for each depth. Subse-
quently, another stack composed of 100 images was recorded using the optimized mirror shape
for a given depth determined from the previous calibration, as before. Figures 6(a) and 6(b)
shows images with respectively with the AO off and on. The optimized image presents brighter
features. In Fig. 6(c), the metric values for the uncorrected, system-only correction, and full
correction are shown. The vertical green and purple dashed lines show respectively when the
mirror shape has changed, and when the ROI has been displaced. The optimization leads to
higher metric values, except in the range [4-12 µm] where a saturated localized spot has con-
fused the metric value. The error bars represent the standard deviation on the metric value
calculated for four images taken at each depth and normalized by the uncorrected case. The
error bars are 0.026 on average. The average improvement in metric value is 10%±2.6% over
the whole stack. The Zernike mode amplitudes are given in Fig. 6(d) for each depth. The contri-
bution of each mode remains small, as compared, for example, with the Mare´chal criteria λ/14
RMS), which indicates that the wavefront distortion is low. The error on the Lorentzian fits, is,
on average 0.013 waves RMS.
We calculated the Raleigh range of the illumination beam to be around 7 µm which would
give a “field of view”’ (defined here as an area over which the illumination beam is at its
minimum thickness) of around 14 µm. This is clearly smaller than the field of view shown in
the results presented in Figs. 5 and 6 and is one of the reasons for the fall off in image quality
way from the centre. In general, the degradation of the imaging performance away from the
central point is of great interest in AO - and is also an area which is relatively unexplored in
microscopy. The lateral resolution of the system (in the centre of the field of view) is diffraction
limited at 1 µm (given by 2.44λ/(2N.A.)). The axial resolution is harder to measure. In theory,
it is governed by the thickness of the illumination sheet which is around 2 µm assuming there is
no broadening of the illumination beam. In practice, when observing the beads we could make
an upper bound estimate based on the fact that when we viewed one bead we did not see light
contamination from neighbouring beads in the axial direction. The spacing of the beads was
typically 8 µm and so we can say the axial resolution is between 2 and 8 µm.
5. Discussion
We have demonstrated that the correction of aberrations using AO on the emission path of a
SPIM microscope enables sharper and more contrasted images. As well as correcting aberra-
tions on the emission path the AO also corrects for beam displacements on the illumination
path. Modal wavefront sensorless AO was found to be a particularly useful optimization tech-
nique which was less sensitive to small motions in the sample compared to other optimization
techniques. Issues which required careful attention included the following:
• a careful choice of the image metric was required to avoid convergence problems.
• the waist of the light sheet has to be well centered in the ROI, otherwise the out of focus
part of the specimen is illuminated and contributes to the sharpness reduction and this
can clearly not be corrected by the AO system in the imaging arm.
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• as with all microscope AO systems, when scattering occurs on both the excitation and/or
the emission path, the resultant blurring and increase in background signal degrades the
signal-to-noise ratio and reduces the effectiveness of the metric.
In Fig. 5 we have clearly demonstrated the successful application of AO to SPIM, however the
results shown in Fig. 6 show that the aberrations in the sample itself were rather small and in
this particular case most of the image improvement could be obtained by the proper choice of
mounting pipette. Clearly this leads to the conclusion that AO is not actually required - but
this is only for this one particular sample arrangement. We have noticed that the significant
aberrations do occur in some samples, especially at depth. The main point here is that we have
successfully demonstrated AO in SPIM, and also shown how it is a useful way of characterizing
the aberrations as a function of depth. In a future paper we aim to show the combination of AO,
as described in this paper, with our heart sycnhronization system [18] in order to demonstrate
AO corrected images within the living heart. Further improvements may be possible with the
addition of AO on the illumination arm of a SPIM system to maximize the optical sectioning
capability throughout the sample and potentially to use point spread function engineering of the
light path for improved resolution.
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